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PHYSICAL CHEMISTRY.

enough gas continues to flow to the burner through tjcgtjii
to keep a small flame lighted. If the temperature falls,
the passage tficd is again opened, and the flame enlarges.
Since the coefficient of expansion of toluol is very great,
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the regulator is very sensitive. This instrument is to be
used especially when it is desired to keep a constant tem-
perature for long periods of time (days, months, years).
If we wish to work for shorter intervals of time at differ-
ent constant temperatures, the use of the electric regu-
lator is to be recommended.